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Stress thallium-201 myocardial distribution was quan-
titatively evaluated by emission transaxial tomography
in 104 patients who underwent coronary arteriography.
The initial uptake and percent washout of thallium were
assessedby the circumferential profile curves of the three
short-axis sections and one middle right anterior oblique
long-axissection. This quantitative tomographic analysis
showed abnormal distribution in all but two patients
(98%) with coronary artery disease, whereas qualitative
analysis showed abnormality in 76 of the patients (93%).
Quantitative analysis showed better sensitivity (91%)
for detecting involved coronary vessels than qualitative
analysis (80%, p < 0.01), especially in three vessel dis-
ease (82 versus 67%, p < 0.05). For localization of in-
dividual vessel involvement, quantitative analysis showed
high sensitivity (right coronary artery: 96%, left ante-
Thallium-201 myocardial imaging has been widely used in
the diagnosis of coronary artery disease (1-5). However,
when thallium myocardial scintigrams are interpreted vi-
sually, considerable interobserver variability is inevitable
because of normal variation in thallium distribution (5). To
solve this problem, several methods of quantitative analysis
of thallium distribution have been described (6-11). How-
ever, these techniques have not significantly improved di-
agnostic accuracy for the detection of coronary artery dis-
ease as compared with visual interpretation (6-11). One of
the major limitations of this technique is two-dimensional
expression of thallium distribution in the myocardium.
Since Holman et al. (12) emphasized the diagnostic value
of thallium emission computed tomography, we (13) and
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rior descending artery: 90% and left circumflex artery:
88%) as compared with qualitative analysis (88, 83 and
63%, respectively, p < 0.05), while similar specificity
was observed (92% for quantitative and 93% for qual-
itative analyses). Furthermore, in the study of patients
without infarction, myocardial segments supplied by
coronary vessels with moderate stenosis (51 to 75%) re-
vealed abnormality more often with quantitative (81%)
than with qualitative (56%) analysis.
Thus, quantitative analysis of stress thallium emission
tomography provides improved sensitivity for the de-
tection of diseased coronary vesselsin patients with three
vessel disease and those with moderate stenosis. It is a
valuable technique for the evaluation of coronary artery
disease.
other investigators (14,15) have reported improved sensi-
tivity of thallium emission tomography for diagnosing prior
myocardial infarction compared with the conventional planar
technique. However, only limited data have described the
value of stress emission tomography for diagnosing coro-
nary artery disease and identifying individual vessel in-
volvement (16,17). Maddahi et al. (11) suggested improved
sensitivity by identifying ischemic zones using thallium
washout curve analysis from planar imaging. This study
was undertaken to determine whether stress emission to-
mography provides high diagnostic accuracy and whether
thallium uptake and washout analysis using emission to-
mography further improves accuracy as compared with qual-
itative analysis.
Methods
Patient selection. The study group consisted of 104 con-
secutive patients who were referred to our hospital for eval-
uation of chest pain by coronary arteriography. Eighty-two
patients had significant coronary artery disease (> 50%
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fer segments supplied by 3 major vessels
Figure 1. Schematic presentation of three short-axis sections and
one most central right anterior oblique long-axis section of the left
ventricular myocardium and the distribut ion of the three major
coronary arteries. Each emission computed tomographic (ECT)
image was divided into 36 radial segments to create a circumfer-
ential maximal count profile curve . LAD = left anterior descend-
ing artery; LCx = left circumflex artery ; RCA = right coronary
artery .
• RCA
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~ LCX
long-axis section
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These images were further processed to obtain oblique tom-
ograms: short-axi s and right anterior oblique long-axi s sec-
tions in two orthogonal perspective s aligned with respect to
the cardiac axes as previously described (19 ,20) . Cardiac
axes were determined visually from the middle transverse
section and middle long-axis section. Multiple sections (12
mm thick) were obtained contiguously in each tomographic
plane. Each reconstructed slice contained 150,000 to 250,000
counts.
Qualitative analysis. The tomographic images were
analyzed visually by two experienced observers who were
unaware of the clinical diagnosis or coronary arteriographic
findings. Enhanced digital images were used for visual inter-
pretation of the tomographic images by subtracting 30 to
40% of the background as described previously (13).
Quantitative analysis. For quantitative tomographic
analysis, the three central short-axis sections of the left
ventricle with a doughnut configuration (apical, middle and
basal sections) were selected . To assess the apical region ,
diameter narrowing) , of whom 32 had one or more previ-
ously documented myocardial infarctions confirmed by a
typical history and enzymatic and electrocardiographic al-
teration s. The remaining 22 patients had no or minor coro-
nary stenosis (< 25% diameter narrowing) on angiography .
No patient had concomitant congenital , valvular or car-
diomyopathic heart disease. All patients gave informed writ-
ten consent.
Cardiac catheterization. Left ventriculography and se-
lective coronary arteriography in multiple views were ob-
tained in all patients. Coronary angiograms were projected
on a screen, and the diameters of the pre- or poststenotic
segments were measured as well as the stenotic segment by
three experienced observers without knowledge of the thal-
lium imaging or electrocardiographic findings. Narrowing
in one or more major vessels was graded according to the
lumen diameter involved: 25% or less , 26 to 50%, 51 to
75%, 76 to 90%, 91 to 99% or 100%. A significant nar-
rowing was defined as more than 50% diameter stenosis.
Exercise protocol. The exercise test was performed us-
ing an upright bicycle ergometer with a graded work load
starting at 25 watts and increasing after every 3 minute stage
by an additional 25 watts. Each patient exercised to 85%
of the age-predicted maximal heart rate or the onset of
angina pectoris, dyspnea or fatigue , dizziness, frequent (>
lO/min) multifocal or paired ventricular extrasystoles, ST
segment depression (> 0.2 mY) or decrease in blood pres-
sure of 10 mm Hg below the peak value of the previous
stage .
Two millicuries of thallium-201 was injected intrave-
nously through the indwelling cannula approximately 60
seconds before completion of exercise.
Tomographic acquisition. Tomographic acquisition
started approximately IO minutes (stress phase) and 2.5
hours (redistribution phase) after thallium injection. A small
marker was placed on the anterior chest wall and the patient
was positioned in exactly the same position on the repeat
study by adjusting the marker activity on the same spot on
the patient monitor.
Data collection was performed using a rotatable gamma
camera (400 T, General Electric) with a low energy general
purpose collimator interfaced to a digital computer (PDP
11 /60 , Digital Equipment Corp.) . The camera was rotated
with every 5.6° of revolution from 135° left posterior oblique
position to the 45° right anterior oblique position of the
patient , collecting 32 views over the anterior half (180°) of
the heart (13, 18). Each image was acquired for 30 seconds
for a total acquisition time of approximately 16 minutes .
System resolution in reconstructed images measured with a
cylindrical phantom filled with water was 17 mm in full
width-half maximum (18).
Image processing. A series of contiguous transverse
tomograms of the left ventricular myocardium was recon-
structed by a filtered back projection method using a con-
volution algorithm without attenuation correction (13,18).
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the most central long-axis section cutting through the apex
was also selected.
Distribution profiles. From these images, circumferen-
tial maximal count profiles of myocardial distribution were
obtained in a manner similar to that of Meade (6) and Burow
(7) and their coworkers. The center of the left ventricular
cavity was manually determined, and each tomographic im-
age was divided into 36 radial segments at 10° intervals.
The distribution of thallium activity was determined by cal-
culating the highest activity per pixel along each radial seg-
ment, normalizing the data to the segment with the highest
counts to display a circumferential profile curve in each
image (7). The highest counts in each radial segment were
150 to 250 counts. In the short-axis sections, the profile
started at the 12 o'clock position proceeding clockwise. In
Figure 2. Normal range profile curves of initial thallium uptake
(left) and percent washout (right). The middle curves indicate
the mean values and the upper and lower limits are shown by the
mean ± 2 standard deviation curves. inf = inferior.
the long-axis section, the apex was used as a landmark
(180°) to align circumferential profiles (Fig. 1).
Washout rate profiles. In addition to the distribution pro-
files, washout rate circumferential profiles (WRP) were gen-
erated as percent washout from stress for the 2.5 hour in-
tervals in each section according to the equation:
%WRP (0) = P (0 EX) - P (0 RD) x 100 (%),
P (0 EX)
Table 1. Overall Sensitivity and Specificity of Stress Thallium Emission Tomography for
Diagnosing Coronary Artery Disease*
Visual Initial Uptake Uptake and Washout
Sensitivity
No infarction 45 of 50 (90%) 48 of 50 (96%) 48 of 50 (96%)
Overall 76 of 82 (93%) 80 of 82 (98%) 80 of 82 (98%)
Specificity 20 of 22 (91%) 20 of 22 (91%) 20 of 22 (91%)
*The values indicate the number and percent of patients with coronary artery disease studied.
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IVD
2VD
3VD
Total
IVD
2VD
3VD
Total
All Patients With CAD (n = 73)
Visual Uptake Uptake and Washout
36 of 40 (90%) 39 of 40 (98%) 39 of 40 (98%)
39 of 44 (89%) 41 of 44 (93%) 43 of 44 (98%)
40 of 60 (67%) 45 of 60 (75%) 49 of 60 (82%)*
115 of 144 (80%) 122 of 144 (87%) 131 of 144 (91%)t
Patients Without Infarction (n = 41)
Visual Uptake Uptake and Washout
21 of 24 (88%) 23 of 24 (96%) 23 of 24 (96%)
25 of 28 (89%) 26 of 28 (93%) 28 of 28 (100%)
24 of 36 (67%) 25 of 36 (69%) 27 of 36 (75%)
69 of 88 (78%) 74 of 88 (84%) 78 of 88 (89%)
*p < 0,05 compared with the visual analysis, tp < 0,01 compared with the visual analysis, CAD
coronary artery disease; VD = vessel disease.
where %WRP «(}) is the washout from a myocardial segment
at the 2,5 hour redistribution phase and p «(} EX) and p «(}
RD) represent maximal count profiles in the segment in the
exercise and redistribution phases, respectively,
Normal limits were defined as the curves representing 2
standard deviations below the mean value derived from the
distribution and washout profiles of 12 previously studied
normal cases,
Interpretation. From segmental analysis of stress emis-
sion tomography, a perfusion abnormality in the inferior
and posterior walls was defined as a right coronary artery
(or posterior descending artery) lesion, that in the septal and
anterior walls as a left anterior descending lesion and that
in the posterolateral wall as a left circumflex lesion (Fig,
1) (16,21), In the short-axis section profiles, 45 to 1350
segments were defined as left circumflex area, 135 to 2250
segments as right coronary area and 225 to 450 segments
as left anterior descending area, In the long-axis section
profile, 45 to 1500 segments were defined as left anterior
descending area and 210 to 3150 were defined as right coro-
nary area, For quantitative interpretation, the patient profiles
in which two or more 100 contiguous radial segments fell
below normal limits were considered abnormal, In patients
with left circumflex dominant or balanced coronary distri-
bution, the posterior descending artery was considered to
belong to the right coronary artery,
Abnormal perfusion was evaluated in the 104 cases re-
garding the following criteria: 1) segmental hypoperfusion
judged by visual inspection; 2) initial distribution profiles
below the normal limits; and 3) initial distribution or wash-
out profiles below the normal limits.
Statistical analysis. Sensitivity was defined as the num-
ber of true positive tests x 100 -;- the sum of true positive
and false negative tests. Specificity was defined as the num-
ber of true negative tests x 100 -;- the sum of true negative
and false positive tests. The chi-square test with or without
Yates' correction was used to determine the significance of
a difference in observed rates of occurrence. A significant
Table 3. Sensitivity for Detecting Disease of the Three Major Coronary Vessels
RCA
LAD
LCx
RCA
LAD
LCx
All Patients With CAD (n = 73)
Visual Uptake Uptake and Washout
43 of 49 (88%) 45 of 49 (92%) 46 of 49 (94%)
52 of 63 (83%) 55 of 63 (87%) 57 of 63 (90%)
20 of 32 (63%) 25 of 32 (78%) 28 of 32 (88%)*
Patients Without Infarction (n = 41)
Visual Uptake Uptake and Washout
28 of 31 (90%) 28 of 31 (90%) 28 of 31 (90%)
30 of 38 (79%) 32 of 38 (84%) 34 of 38 (89%)
12 of 19 (63%) 14 of 19 (74%) 16 of 19 (84%)
*p < 0.05 compared with the visual analysis. CAD = coronary artery disease; LAD = left anterior
descending artery; LCx = left circumflex artery; RCA = right coronary artery.
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Table 4. Specificity for Detecting Absence of Disease of the Three Major Coronary Vessels
RCA
LAD
LCx
Total
Visual Uptake Uptake and Washout
49 of 55 (89%) 51 of 55 (93%) 50 of 55 (91%)
39 of 41 (95%) 400f41 (98%) 38 of 41 (93%)
69 of 72 (96%) 69 of 72 (96%) 66 of 72 (91%)
157 of 168 (93%) 160 of 168 (95%) 154 of 168 (92%)
Abbreviations as in Table 3.
difference was considered to exist when a probability (p)
value of 0,05 or less was observed,
Results
Normal range of the profiles. The mean curves of ini-
tial uptake (Fig. 2, left) and percent washout (Fig. 2, right)
in the tomographic sections derived from the 12 previously
studied normal cases are presented, The initial uptake was
relatively high in the posterolateral regions (approximately
900 in profiles), although it was relatively low in the inferior
and septal regions in middle and basal short-axis sections
(180 to 2700 in profiles) as well as in the inferoposterior
regions in the long-axis sections (180 to 2700 in profiles),
The percent washout was nearly constant in all segments
in each tomographic section, The mean value (± standard
deviation) was 48.4 ± 9.7%,
Interobserver variance in visual analysis. Disagree-
ment between the two observers in subjective visual seg-
mental analysis occurred in 2 (1,9%) of the 104 patients
and in 26 (7.4%) of the 312 coronary vessels,
Sensitivity and specificity for diagnosing coronary dis-
ease. Overall sensitivity and specificity of the three tom-
ographic analyses for diagnosing coronary artery disease are
summarized in Table 1, Two of the 22 patients without
significant coronary artery disease manifested an abnor-
mality by each analysis, yielding a specificity of 91%.
Among the 82 patients with significant coronary artery
disease, visual tomographic analysis showed abnormal per-
fusion in 76 patients (93%), whereas quantitative analysis
showed abnormality in 80 patients (98%), Qualitative and
quantitative analyses yielded a high sensitivity for detecting
patients without prior infarction as well (90 and 96%,
respectively).
Assessment of coronary vessel involvement. Table 2
summarizes the sensitivity of stress emission tomography
for detecting coronary vessel involvement in relation to the
number of diseased vessels. The quantitative analysis de-
tected all but one diseased coronary vessel in patients with
one vessel disease (98%) and more than 90% of the diseased
vessels in patients with two vessel disease, In patients with
three vessel disease, in contrast to relatively poor sensitivity
(67%) by the qualitative analysis, the quantitative analysis
improved the sensitivity to 82% (p < 0.05). Overall sen-
sitivity was significantly higher by the quantitative uptake
and washout analysis (91%) than by the visual analysis
(80%, p < 0,01),
When the same study was limited to 50 patients without
prior myocardial infarction, the sensitivity for detecting
diseased coronary vessels was 89% by the quantitative up-
take and washout analysis (96% in one vessel, 100% in two
vessel and 75% in three vessel disease). These values were
similar to those from all the study patients with coronary
artery disease.
The sensitivity of stress emission tomography for de-
tecting disease of the three major coronary arteries is listed
in Table 3. The visual analysis detected most of the right
coronary (88%) and left anterior descending (83%) lesions,
but only 63% of the left circumflex lesions were recognized,
The uptake and washout analysis also provided a high sen-
sitivity in detecting right coronary and left anterior descend-
ing lesions (94 and 90%, respectively), and it improved the
sensitivity for left circumflex lesions (88%, p < 0,05) as
compared with the visual analysis. In the study of patients
without prior myocardial infarction, similar results were
observed.
The specificity for the detection of the absence ofdisease
in individual vessels is listed in Table 4. Fourteen coronary
vessels were falsely considered abnormal by the quantitative
uptake and washout analysis, yielding a specificity of 92%.
This was not statistically different from that of the qualitative
and quantitative uptake analyses (93 and 95%, respectively).
Table 5. Sensitivity for Detecting Coronary Vessel Involvement in Relation to Severity of Stenosis in Patients Without Infarction
Diameter
Overall (n = 88) One Vessel Disease (n = 21)
Stenosis Visual Uptake Uptake and Washout Visual Uptake Uptake and Washout
51 to 75% 9 of 16 (56%) 13 of 16 (81%) 13 of 16 (81%) 4 of 7 (57%) 6 of 7 (86%) 6 of 7 (86%)
76 to <;()% 32 of 37 (86%) 32 of 37 (86%) 34 of 37 (92%) Ilofll(lOO%) II of 11 (100%) II of II (100%)
91 to 100% 29 of 35 (83%) 29 of 35 (83%) 31 of 35 (89%) 3 of 3 (100%) 3 of 3 (100%) 3 of 3 (100%)
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Figure 3. Stress (left) and delayed (right) thalliumemissiontomo-
graphic images of a patientwithcoronaryarterydisease. Equivocal
hypoperfusion is observedin theseptal region, butnodefinite perfu-
siondefectisnoted.
Sensitivity relative to severity of narrowing. Table 5
lists the sensitivity for detecting coronary vessel involve-
ment in relation to the severity of narrowing in the 50 pa-
tients without prior myocardial infarction. Abnormal per-
fusion was seen in most of the coronary vessels with more
than 90% diameter stenosis (83% by visual analy sis and
89% by uptake and washout analysis) . In 16 coronary ves-
sels with moderate stenosis (51 to 75% diameter stenosis),
quantitative analysis detected 13 diseased coronary vessels
(81%), whereas visual analysis detected only 9 (56%). In
cases of one vessel disease in patients without prior myo-
cardial infarction, six of seven coronary vessels with mod-
erate stenosis (86%) were detected by quantitative analysis ,
wherea s only four (57%) were recognized by visual analysis.
Representative case. Figure 3 shows representative stress
and delayed tomographic images in a case of coronary artery
disease without evidence of myocardial infarction. The
coronary angiogram showed 70% stenosis in the proximal
portion of the left anterior descending artery. The images
revealed equivocal hypoperfusion in the septal region, but
short-axis
i apical)
(middle)
(basal I
long -ax is
stress de layed no significant perfusion defect. The initial uptake profile
curves (Fig. 4) revealed low uptake in the septal wall in the
apical and middle short-axis sections, indicating left anterior
descending involvement. The percent washout curves showed
delayed washout in the same region.
Discussion
Value of stress emission tomography. The results of
this study show that thallium stress emission tomography
yields high sensitivity and specificity for the detection of
coronary artery disease and individual vessel involvement.
Moreover, quantitative tomographic analysis further im-
proved the sensitivity, especially in the study of multivessel
disease and vessels with moderate stenosis.
The advantages of thallium emission tomography at rest
in the evaluation of myocardial infarction have been de-
scribed previously by us (13 ,21) and other investigators
(12,14,15) . Several preliminary reports (16, I7 ,22) describe
a high diagnostic performance of stress emission tomog-
raphy. Our present results are consistent with preliminary
data.
Stress planar imaging also yielded a high diagnostic ac-
curacy for detecting coronary artery disease (1,2). However,
it showed a rather poor sensitivity for the detection of in-
dividual vessel involvement. Massie et aI. (23) reported that
98 (66%) of 148 diseased vessels were detected (right coro-
nary artery : 73%, left anterior descending artery: 78%, left
circumflex artery: 45%). Riga et aI. (24) reported similar
but somewhat poorer results (50 , 63 and 21%, respectively;
49% overall) . Our result s of stress planar imaging in our
preliminary report (16) are consistent with previous report s
(55, 70 and 36%, respectively; 57% overall).
Several factors may be responsible for the improved sen-
sitivity ofstress emission tomography for detecting diseased
coronary vessels . I) The full three-dimensional tomographic
representation of thallium myocardial distribution over-
comes the limitation imposed by planar imaging . Therefore,
segmental analysis can be done more accurately (16) . 2)
Deep myocardial regions can be visualized better by tomo-
graphic expression. In our preliminary report (16), abnor-
mal perfusion in the inferior and posterolateral walls was
shown clearly so that a better diagnostic accurac y for de-
tecting disea sed right coronary and left circumflex coronary
arterie s was obtained by stress tomography than by planar
imaging. 3) Because of high contrast images, tomography
may detect a region of lesser ischemia as a hypoperfused
area . 4) Increased thallium uptake in the lung that is oc-
casionally seen in multivessel disease (25) may possibly
impair precise assessment of thallium myocardial distribu-
tion by planar imaging. On the contrary, tomography can
separate thallium myocardial distribution from the lung and
abdominal activities. Consequently, qualitative and quan-
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titative analy sis of thallium distribution in the myocardium
can be done more accurately.
Quantitative analysis of tomographic images. Thal-
lium myocardial distribution is usually interpreted visually
in emission tomography (13-17). Although tomographic
images seem to be less influenced by observer experience
because of higher image contrast than in planar imaging ,
our study shows that conside rable interobserver variability
is inevitable. To solve this problem, quantitative analysis
is necessary.
Our circumferential profile curves of tomographic im-
ages in normal cases indicate that thallium is not uniforml y
distributed in the left vent ricular myocard ium . Actuall y, its
distribution in the inferior and septal walls is lower than
that in the anterior and lateral walls. Thi s may not neces-
sarily be due to reduced perfusion in the former regions.
Instead, photon attenuation and partial volume effect may
contribute to such a result (26) . Furthermore , normal vari-
ation in regional washout should be considered . For these
reasons, a precise defin ition of the lower limit of normal
uptak e and washout is necessary in quantitative analysis.
In the present study, quantit ative tomographic analysis
provided better sensitivity for detectin g left circumflex ar-
tery lesion, especially in patient s with mult ivessel disease .
Since thallium distribution in the posterolateral wall is higher
Figure 4. Circumferential profile curves of initial uptake (left)
and percent washout (r ight) of the same patient (Fig. 3). The
initial uptake curves show decreased uptake in the septal region
in the short-axis sections (ar rows). The percent washout curves
indicate delayed washout in the same region (arrowheads). inf
= inferior.
than in other regions in norm al cases , it may be easier to
detect mild perfu sion abnormality in this area by comparing
the profile curves of normal subjects and those with coronary
arte ry disease .
As for stress planar imaging, seve ral reports (8- 11) de-
scribed a slightly better sensitivity and specificity by quan-
titative analysis; however, these values were not signifi-
cantly higher than those obtained by visual interpretation .
In additi on , increased lung uptake of thall ium which is often
seen in mult ivessel disease (25) may impair accurate quan-
tification of thallium dis trib ution by backgro und subtraction.
In this respect, emissio n tomography allows more accurate
quanti tative analysis because of the full three-dimensional
tomographic presentation .
Quantitative tomographic imaging using a seven pinhole
collimator (27) did not significantly improve the diagnostic
accuracy for diagno sing coronary artery disease as compared
with planar imaging . Th is was consi stent with our prev ious
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results (13) in a comparative study of emission transaxial
tomography, seven pinhole tomography and planar imaging
at rest for detecting myocardial infarction. Limited angle
tomography, such as a seven pinhole system, may not nec-
essarily provide accurate tomographic images because of
poor depth resolution and artificial defects from malalign-
ment (13,28). In contrast, transaxial emission tomography
allows more accurate three-dimensional evaluation of thal-
lium distribution.
Washout analysis as noted in planar imaging (10, II) was
also valuable, especially in the evaluation of multivessel
disease by emission tomography. Ischemic regions with ini-
tial decreased thallium uptake may continue to accumulate
thallium or the activity may diminish at a slower rate during
the delayed resting stage. In multivessel disease, which may
often reveal uniformly decreased thallium distribution, ab-
normal washout may be detected easier than regional
hypoperfusion.
Quantitative criteria for abnormal washout pattern.
However, as reported by Becker et al. (29), moderate vari-
ation of the washout rate was observed in our normal cir-
cumferential profile curves. Therefore, quantitative criteria
for an abnormal washout pattern were applied for the as-
sessment of coronary artery disease from the data of the
normal profile curves. Actually, the uptake and washout
assessed by the normal range profile curves did not decrease
the specificity (92 versus 93% for qualitative analysis). One
of the difficulties in accurately calculating washout rate in
emission tomography is consistent patient positioning. A
small point source applied in our study was useful for ac-
curate positioning of the patient. For evaluation of long-
axis tomographic sections, the apex was used as a landmark
to align in the middle of the circumferential profiles.
Limitations of study. One of the major limitations of
thallium emission tomography is the large variation of count
statistics because of relatively inadequate count density and
large photon attenuation of thallium. Also, the rotating gamma
camera device has relatively poor sensitivity as compared
with the ring type positron tomography systems. Thus,
quantitative evaluation of stress thallium emission tomo-
graphic imaging should be done carefully. In this respect,
the myocardium was divided into 36 radial segments, in-
stead of the generally utilized 60 radial segments (6,27).
Tomographic images were considered abnormal only when
values of two or more contiguous radial segments were
below the lower limits of normal curves.
Since it takes 16 minutes for tomographic data acquisi-
tion, redistribution effects during the acquisition might pos-
sibly distort the data. However, this acquisition time appears
short enough for evaluation of a transient perfusion abnor-
mality. In contrast, planar imaging performed just after
emission tomography can not be comparatively assessed
because such a planar method may be handicapped, con-
sidering the early redistribution of thallium after exercise
(10), Therefore, for comparative evaluation of stress to-
mography and planar imaging, each method should be per-
formed on different days under approximately the same
stress condition (16).
Single photon emission tomography has inherent limi-
tations for absolute quantitation of radionuclide concentra-
tion because of inaccurate correction of photon attenuation
and scatter (30). To calculate myocardial blood flow, for
instance, positron tomography is needed (31). However,
relative myocardial perfusion can be assessed by thalliurn
emission tomography in vitro measurement (32), and con-
sequently, it may permit comparative evaluation of regional
thallium distribution as well as temporal evaluation of thal-
lium uptake after exercise in a given patient.
Conclusions. This study emphasizes the value of quan-
titative analysis of stress thallium emission tomography for
the evaluation of coronary artery disease. Three-dimensional
evaluation of thallium distribution in the myocardium allows
an accurate segmental analysis, and consequently, even mildly.
ischemic regions and deep lesions may be readily detected.
Thus, stress emission tomography can provide high diag-
nostic accuracy for the detection and localization of coronary
artery disease.
We gratefully acknowledge Shunichi Tamaki , MD. Yukinoso Suzuki. MD.
Ryuji Nohara, MD and Torn Fujita, RT for their valuable cooperation
throughout these studies.
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